[RECE.'VED

By Carol Day at 8:53 am,wgy.j 2009

2 MISSOURI DEPARTMENT OF HEALTH
_;,i STATE PUBLIC HEALTH LABORATORY
%/ DATAMASTER MAINTENANGE REPORT

Compiete this report In duplicale al the Uime of the regular monthly preventive maintenance check, and whenever Instrumeni
Is repaired. Send copy to Department of Health; retain  ariginal in deparlment f:!e

" {oate or INsPECTION

DATAMASTER SN ‘.
INV# 127238 11/11/2009

204114
LOCAT:0% OF INSTAUMENT (GTREET AND GITY} B TIME OF INSPEGTION
07:38

Qzark County Shenﬁ‘s Office, HC1 Box 8-1, Gamesw]le Missouri 63655
CHECKLIST: Place a check {v) 10 the Jefl of each item if found 1o be sal:siaclory orif operahng within eslablished limits. {Write
in observed values. where determined.} Unchocked ilems must be correcled before using instrument.

D]AGNOST!C CHECK {PRINTOUT ATTACHED)

IZ}_ COMPUTER ) o [ oerecTOR
i prOGRAM 4 riLTERS ' o
| W HEATERS SAMPLE CHAMBER 50 c 8 quarTz gTANDARD S
¥l rLow DETECTOR /] CALIBRATION
& PUMP HIGH SPEED (/) pRINTER

71 INoicATOR LIGHTS

4] TIME AND DATE

7} SIMULATOR TEMPERATUSE (34 *C * 0.2 C)

/] CALIBRATION CHECK -
Run three lests using a slandard solulion, All three lests must be within £ 5% of the standard value and musl have a

spread of .005 or less. Check ihe box corresponding to the standard solution being used. (PRINTQUT ATTACHEDR) (USE
RECIBCULATION PUMP}

] 0.100% STANDARD - MUST HEAD BETWEEN 0.095% and 0.105% INCLUSIVE

{0 0.040% STANDARD - MUST READ BETWEEN 0,038% and 0.042% INCLUSIVE

{ONLY ONE STANDARQ IS TO BE USED PER MAINTENANCE REPORT)

TEST1 .008 ]TESTQ t 099 TESTS 099

PERFORM R.F.i. TEST (PHINTOUT ATTACHED}

/] NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH BANGE AS
FOLLOWS: {(DC NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0 J(o-o:u 7 l(os 09) | (w- 14) i (.16-.19) 0 {Over 1) |

List any_nﬂew paﬂs and describe a any alteration or “madification thal was made 'to restore the instrument to operate salisfactordy
and within established limits {use other side f necessary)}

Tlus Instrument Performs at D.OH. Standalds

— ... Repeo Marketing, Inc 10 Bthyl Solution . . ... ...

e s e =Tt 09001 0 Bottle #0040 — © - Explrey - 0472272011

INSPECTING OFICER
SIGNATURE
>
] TYPE 1 PERMTT Numut!l EXPIRATION OATE

920133 06-19-11
MO 550- 1468 (5-91 AL EQUAL QFEGRILN 1 AR AT VE ACEHN ENPLOTED
W03 [ogr e An 3 PR S it alony DAV

PRINT NAME
Tpr, Robert D. Crewse
TELEPHDNE NUMBEH

(@17)469-3121 i

Lab-11g

e ——



REPCO MARKETING INC.

3101-188 STONYBROOK DRIVE
RALEIGH, N.C. 27604
218.87¢-3480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc,

LOT NUMBER: ¢9001
EXPIRATION DATE: April 22, 2011 at 11:59 b.n.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manﬁfactnred, tested and suppiied Lot
Number _69061 of Alcohol Certified Solution for simulators. Random
samples of said lot number were analyzed by an independent laboratory
utilizing a gas chromatograph and found to contain 1234 ems/dl +/-.003
gras/dl wi/vol ethanol (95% Confidence). |

The alcohol and distilled water used in the solution wers found to be
free of any interfering substance. S

This solution will produce a vapor alcohol value of gg_@w +-3%
gms/210L Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius

in a simulator (95% Confidence).
The date of manufacture for this iot number is__Awnril 23 2849,

The expiration date for this lot number is Awpril 23, 2011

at 11:59 p.m.
This document is a true representation of the original Certificate of

7 1

Analysis. 9
Zi/(. g T !
. -.M—--E:) . £ S ol s A :

Cecil B. Gatner, President
RepCo Marking, Inc.

Form RM 02
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Face This Side’ Down _This Edge In Fn'st

" IBAC DataMaster‘ ;

TR
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MISSOURT STRTE HIGHURY FATROL
BAC IATANASTER SERTAL MINBER 204114

...... B 1171109
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E -~ DIAGHOSTIC CHECK —--
T;f COMPUTER: OKAY
:i PROGRAM (G4-GF-EORGYE  OKAY
A venTees
S SANPLE CHANBERS i
] FLow TETECTOR: oKy
" pune S
HIBH SPEED: OKAY
EBETEETG:: QKEY
FiLTERS: QKAY
UARTZ STANDARE: OHAY
AL IBRATION: DKAY
FRINTER TEST
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Ii

ROBERT D CREWSE

Is hereby authorized to iristruet and supervlse operators, traln instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
air. Issued under the provisions of sections 677.020 through 677.041, RSMo 1986,

ous __06/19/09 Yoln § Wathuansont

Director of State Public Health Laboratory

920133 -
Number : &74«7{7: Ah%

06/19/2011
Explres

Dlraator, Depsriment of Health
MO 8800771 (7-68) Lab. 4 {A7-58)




